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6.Maintenance
    6.1 Replacing the Battery
    6.2 Replacing the Probe
    6.3 Replacing Fuse 



IEC61010-1 concerning electronic measuring 
instruments with an over voltage category CAT II 1000V 
CAT III 600V and pollution 2.











1pcs

1pcs

6. MAINTENANCE
6.1 REPLACING THE BATTERY
   

6.2 EPLAC  THE R ING PROBE
If insulation on probe is damaged replace it     ,  .

WARNING

Use meet EN 61010-031 standard, rated CAT III 600V, 10A or 
better probe.

User's Manual                                             1pcs

6.  EPLAC  3 R ING FUSE
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